STEEL WIRE BASKET FOR WASHER DISINFECTORS
FAISALABAD INSTITUTE OF CARDIOLOGY, FAISALABAD.

Specification Qty

e Should be compatible with Steelco washer disinfector.
e Dimensions: (25x47)CM or (10x19)Inches

¢ Should have 6mm solid upper and lower boundary with 01mm mesh

(S5cmx5cm). 16 Nos
e Should be made up of 316 — food grade stainless steel. (Highest

quality).
e Should have stackable handles.

e Should be exact as sample.
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